The aim of the present study was to evaluate color changes and force degradation of orthodontic elastomeric ligatures in different stretching patterns during a 8-weeks period. Methods: Two elastomers with the minimum and two with the maximum color changing, and gray elastomers of two brands (American Orthodontics and Ortho Technology) were selected according to an opinion poll with clinicians and color changes after 4 weeks of intraoral use were evaluated. These elastomers were mounted on special jigs fabricated using a CAD-CAM technique, underwent different stretching patterns and the force was measured in 0, 24 hours, 2, 4 and 8 weeks. During in vivo part of the study, force levels of elastomers were measured after 4 weeks on a material testing machine. Data were analyzed with four-way ANOVA and Tukey post hoc tests. Results: All the elastomers showed color changing but the degree of color stability was significantly different. The mean force degradation was higher in 1-mm stretch groups. After 8 weeks, the average residual force of elastomers was 1.45 ± 0.18 N and the maximum force decay was seen in the elastomers that exhibited the maximum initial force. Conclusion: There is significant relationship between the stretching pattern and the amount of residual force of elastomers. Elastomers with higher initial forces exhibited higher percentages of force loss after 8 weeks. It seems that there is a relationship between initial color and color changing of elastomers. Objetivo: o objetivo do presente estudo foi avaliar as alterações de cor e a degradação da força de ligaduras elásticas em diferentes padrões de estiramento, durante um período de 8 semanas. Métodos: duas ligaduras elásticas com alteração mínima de cor, duas com alteração máxima de cor e ligaduras elásticas na cor cinza de duas marcas comerciais (American Orthodontics e Ortho Technology) foram selecionadas de acordo com uma pesquisa de opinião com clínicos, e mediante a avaliação das alterações de cor após quatro semanas em uso intrabucal. Essas ligaduras elásticas foram montadas em jigs fabricados por meio da técnica CAD-CAM e foram expostas a diferentes padrões de estiramento, e a força foi medida nos tempos de 0h, 24h; 2, 4 e 8 semanas. Durante a parte in vivo do estudo, os níveis de força das ligaduras elásticas foram medidos após 4 semanas, em uma máquina de teste de materiais. Os dados foram analisados com os testes ANOVA de quatro vias e post-hoc de Turkey. Resultados: todas as ligaduras elásticas mostraram alterações de cor, mas houve diferenças significativas quanto ao grau de estabilidade da cor. A média de degradação da força foi mais alta nos grupos com estiramento a 1 mm. Após 8 semanas, a média da força residual nas ligaduras elásticas foi de 1,45 ± 0,18 N e a maior degradação na força foi observada nas ligaduras elásticas que apresentaram a maior força inicial. Conclusão: há uma relação significativa entre o padrão de estiramento e a quantidade de força residual nas ligaduras elásticas. As ligaduras elásticas com as maiores forças iniciais exibiram as mais altas porcentagens de degradação da força após 8 semanas. É, também, possível que haja uma relação entre a cor inicial da ligadura elástica e sua alteração de cor.
INTRODUCTION
Clinicians may use pins, stainless steel ligature; self ligating clips and circular elastomers to ligate orthodontic archwires to the brackets. 1, 2 Elastomeric ligatures are most commonly used by clinicians due to their several advantages including low cost, easy application, reduced chair time, patient comfort and satisfaction. 3 These ligatures are manufactured by many companies in a variety of different colors that meet the growing global demand for esthetic orthodontic appliances. Also, the possibility of choosing the ligatures color facilitate young people adhesion to treatment. 4 Although adding pigments to ligatures seems to represent a great advantage, there is two concerns regarding colored elastomers. The first one is that clinicians and patients may choose ligatures of pleasing color at placement time, but this chosen color is susceptible to color degradation over time, which is a critical concern. Ardeshna et al 5 reported that food diet may affect elastomers color. The second question is whether force delivery is affected by adding pigments to elastomers. Oliveira et al 6 reported that elastomers of different colors have different initial force and residual force over time.
The important clinical issue about elastomers is force delivery and force degradation of these materials over time. The force exerted by elastomers depends on the initial force and force decay rate, many studies reported 50-70% force loss in the first 24 hours. 3, 4, 6 Under clinical conditions, differently from usual laboratory conditions in force decay studies, the wire is not placed uniformly within the bracket slot and is not passive. Normally, during the early stages of treatment, high-stress areas that are under tension are produced in the ligature, depending on the extent of tooth misalignment and the differences in the buccolingual position of adjacent teeth. In studies carried out so far on elastomers, less attention has been paid to the exact simulation of the clinical situation and to the effect of stretching on the elastic properties of elastomers. In this study an attempt to evaluate the relationship between stretching pattern and the elastic properties of elastomeric modules as close to the clinical situation as possible was made by designing a specific instrument using CAD-CAM technology.
Knowledge about changes in the physical (like color changes) and mechanical properties (like force delivery) of elastomers is of great interest for their clinical application. 7 Since elastomers might remain in the oral cavity for an average of 30 days, it is very important to preserve their properties, including force consistency and color stability, and their relationship during this period. 5, 8, 9 In this study, an attempt was made to evaluate color changes and force degradation of orthodontic elastomeric ligatures under different stretching conditions over a period of 8 weeks, and test the hypothesis that elastomeric ligatures of different color under different stretching pattern have different force decay rates.
MATERIAL AND METHODS
To determine the elastomers which exhibit the maximum and minimum color changes from one orthodontic treatment session to another, different colors of the most commonly used elastomeric ligatures (Unistick, American Orthodontics, USA; Power Sticks, Ortho Technology, USA) were selected and delivered to ten orthodontists, along with questionnaires. All the orthodontists had at least three years of experience working with those commercial brands. Based on the results of an opinion poll with these clinicians, two colored elastomers with maximum color changes and two colored elastomers with minimum color changes were selected from each brand, adding up to eight colored elastomers (Table 1 ). In the process of selecting the elastomers with the smallest and largest color changes, the next step was an intraoral stage: forty fixed orthodontic patients with good oral hygiene and no specific type of diet were assigned to two groups (n = 20), by simple randomization. Four selected colored elastomers of each brand were placed in the oral cavity of 20 patients from each group. Selected ligatures from each brand were placed in a crisscross pattern on teeth #4 and #5 in each quadrant to preserve esthetic appearance and to avoid the bias resulting from the patient's eating on only one side. After thirty days, the ligatures were removed from the oral environment, separated by quadrant and the brands were identified by numbers. A total of 168 photographs [8 at T 1 (not used elastomers), and 160 at T 2 (elastomers after 30 days use in oral cavity)], were obtained using a digital camera (Canon EF-S 18-55-IS II, Canon, Osaka, Japan), with a 10-megapixel resolution and color depth of 12 bits. All the photo- self-timer mode set to trigger after 15 seconds. The images were stored in JPEG format (Fig 1) . In order to carry out a visual analysis of the elastomeric ligatures, a Power Point presentation was created. The images were assessed independently by a panel of two orthodontists who rated the degree of discoloration of the elastomeric ligatures using a numerical scale ranging from 1 to 3, in which 1 was assigned to unpigmented ligatures, 2 to moderately pigmented ligatures, and 3 to heavily pigmented ligatures (Table 1) . Finally, from each brand, one elastomer with the most color change and one elastomer with the least color change under clinical conditions were selected. The gray color elastomers from each brand served as control group.
Two types of storage jigs for '1-mm point stretch' and 'uniform stretch' groups were designed and fabricated by using a CAD-CAM technique (Fig 2) in which the designing process (CAD) was carried out with the software SolidWorks 2011 (3D design, SolidWorks Corp., USA) and the manufacturing phase (CAM) was carried out with a CNC machine (VMC Machine, model 850, Machine Sazi Tabriz corp., Iran) and Power MILL software (Delcam corp., UK). The 'uniform stretch' jig was prepared from a rectangular aluminum bar measuring 2.9 × 1.1 mm, equal to the width of a premolar bracket (Gemini Metal bracket, 0.022-in slot, 3M Unitek). The '1-mm point stretch' jigs were designed to simulate the elastomers stretch condition during the first stage of fixed orthodontic treatment with malpositioned teeth. To create stretch and stress points in elastomers, 0.016-in SS wires were used (Fig 3) . These holding jigs were used to store the elastomers during the study period in containers with artificial saliva in an incubator at 37 ± 1°C under a traction force. All the elastomer groups were tested for force on a materials testing machine (model 10 KN, M350-10CT, Testometric Company, UK). The ligatures were stretched at a rate of 5 mm per minute until rupture according to Kovatch et al 10 study. As each elastomer was stretched, force (N) was constantly measured and recorded. Force-extension curve was plotted by WinTest Analysis Materials Testing software (Testometric Company, UK). The fixture of materials testing machine was designed by the CAD-CAM technique and was manufactured from two equal-sized aluminum cubes, with two semi-circular rods, measuring 1.1 mm in radius (Fig 4) . At the beginning of the test the two halves of the fixture were placed next to each other with no space between them, hence producing a 2.2-mm diameter circle. To calculate distance between the two parts of fixture (Fig 4) at which the force levels of elastomeric modules were measured ('X' in Fig 4) , the inner circumferences of the elastomer on the fixture of the testing machine were adjusted to match the inner cir- Discoloration and force degradation of orthodontic elastomeric ligatures original article cumferences of the specimens placed on the storage jigs of the relevant groups, and all the measurements were made at 0.1-mm accuracy, using SolidWorks software. The 'X' distance was calculated for all groups using the following formula: X = y -2z 2 Whereas: y = the circumference of the elastomer on the storage jig; z = the circumference of the half-circle of the fixture. X was calculated at 1.5 mm in the 'uniform stretch' group and at 2 mm in the '1-mm point stretch' group. A total of 10 elastomers from each color were tested for the amount of initial force and residual force after 24 hours, 2, 4 and 8 weeks in the two groups with uniform and 1-mm point stretch patterns.
In order to confirm the accuracy of the results of the in vitro study with the results of the intraoral study, 10 elastomeric ligatures from each three selected colors (least color change, most color change, control) from both companies were placed on the premolar teeth of 10 patients using fixed appliances. They all used 3M-Unitek bracket system and were in the finishing stage with 0.016-in SS archwires. In order to make the in vitro and the oral cavity conditions as similar as possible, the elastomers were placed in both conditions with a ligature gun (Straight Shooter, TP Orthodontics, USA). The elastomers were retrieved from the oral cavity at a 4-week interval, rinsed with copious distilled water and placed in artificial saliva. The forces were measured in less than 30 minutes on a materials testing machine. Sixty samples were evaluated in the intraoral stage and a total of 600 samples were evaluated in the present study (Fig 5) . A study of ethics in medical ethics committee reviewed and approved the research. The aim of the study was explained to the patients, which voluntarily participated in the study. Informed consent to participate in the study was obtained from patients before their involvement and they were given a choice to leave the study whenever they want. Patient's data were all kept confidential, and they did not had to pay any additional costs to take part in the study. Photographs were taken including only premolar of the patients, pictures of the face were not taken, to follow the ethical guidelines.
The SPSS software v. 18 (SPSS Inc. Chicago, IL, USA) was used for statistical analysis of data (at significance level of p < 0.05). Descriptive statistics were used to report the clinician's opinion regarding the most commonly used colored elastomers and photographic evaluation of elastomers with minimum and maximum color changes in the mouth. Results of force measurements were statistically analyzed with four-way ANOVA using brands, stretching pattern (uniform versus 1-mm), color and time as variables, followed by Tukey post-hoc tests.
RESULTS
According to results of the opinion poll, American Orthodontics (AO) red and blue elastomers, and Ortho Technology (OT) cobalt blue and red elastomers were selected as the ones with minimum color changes, and AO bubble-gum pink and pink elastomers, and OT violet and fuchsia elastomers were selected as the ones with maximum color changes. Based on photographic evaluation (Fig 1) , red elastomers of both companies were rated as the ones with minimum color changes, and AO bubble-gum pink elastomer and OT fuchsia elastomer were rated as the ones with maximum color changes ( Table 1) .
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The results of four-way ANOVA showed that all four variables (commercial brand, color, time and stretching pattern) had significant effects on the force levels of the elastomers (p < 0.001) ( Table 2) .
The mean residual forces and mean percentages of force degradation for elastomeric ligatures of each brand are summarized in Table 3 . Mean elastomers residual force in all experimental groups after 4 and 8 weeks were , respectively, in the following ranges: 1.07−2.28 N and 1.14−1.64 N. After 8 weeks, the minimum residual forces were recorded for the AO bubble-gum pink elastomers (1.29 ± 0.56 N) and OT fuchsia elastomers (1.15 ± 0.37 N) , with no significant differences. The maximum residual forces were also recorded for the gray elastomers of both companies (Table 3) . In all ligatures of both companies and two different stretch pattern groups, the greatest rate of force decay occurred during the first 24 hours. At 0-4-week interval, the percentages of force degradation in all the elastomers were higher in the '1-mm stretch' groups than the 'uniform stretch' groups. Comparison of the residual forces in the intraoral elastomers with those of the in vitro evaluation at 4-week interval showed that the residual forces in the intraoral elastomers in all the groups were smaller than those studied in vitro; however, the differences were clinically significant only in the OT fuchsia elastomers (0.7 N) and AO gray elastomers (1.14 N).
DISCUSSION
The results of the present study confirmed that elastomeric ligatures with different color under different stretching patterns have different force decay rates.
OT fuchsia elastomers and AO red elastomers, which had the maximum initial forces, exhibited maximum force degradation during the first 24 hours followed by less force decay or relative force stability at subsequent intervals, compared to other elastomers, corroborating previous studies, which showed that elastomers producing higher initial forces displayed more force decay. 9, 11, 12, 13 The advantages of differentiating the elastomers with the minimum and the maximum color changes after exposure to oral environment not only provides results closer to the reality but also can help patient and clinician to choose the color and brand of elastomers that show greater esthetic stability during the period between two orthodontic follow-up appointments. In order to do so, in the process of selecting elastomers with maximum and minimum color changes -after a opinion poll with the clinicians that had used these products for a considerable time -, and for higher data accuracy, the elastomers were placed in the oral cavity and all the factors affecting color change process (through simple staining and chemical degradation, including foodstuffs, temperature changes and oral bacterial flora) were taken into account and the results were very close to real clinical situations. 3 The aim of this study was to determine clinically noticeable discoloration of elastomers. Digital camera was used because it is a more cost-effective and simpler process than the use of traditional methods such as spectrophotometry. 14, 15 Also, there is a very high and statistically significant correlation between the traditional method and digital camera. 16 Another reason to use digital photography to evaluate color change, compared with other complex procedures, is that it is a practical method, reproducible by professional in clinical conditions. For these reasons, digital photographs were used to compare discolorations of elastomeric ligatures before and after exposure to the oral environment.
Lam et al 17 results were similar to the findings of the present study: they reported that addition of pigments to elastomers can change their mechanical properties. Since the fuchsia and bubble-gum pink elastomers exhibited maximum color changes in the oral cavity and also maximum force loss under the circumstances of the present study, it might be hypothesized that there is correlation between elastomer color changes and the amount of force loss, but this theory also needs to be evaluated in different brands of elastomers and different study condition.
The force degradation pattern of elastomers in the intra-and extraoral stages of the study was the same. However, the amount of intraoral residual forces in AO gray and OT fuchsia elastomers exhibited a significant decrease, compared to in vitro conditions. Eliades et al 18 evaluated the tensile properties of elastomeric chains and showed no significant differences between the intraoral and laboratory conditions, consistent with the results of the present study. However, Ash et al 19 showed significantly lower residual forces in the elastomeric chains placed in the oral cavity compared to samples placed under atmospheric conditions; although there were minor differences in forces in elastomers placed in water and in the oral cavity. Such differences might be attributed to the lack of similarity between the conditions of in vitro and in vivo studies.
The dimensional accuracy of the storage jigs, and also the use of artificial saliva and conserving the elastomers at 37 o C resulted in the similarity of the results of intra-and extraoral stages of study. It should be pointed out that the elastomers were placed in the oral cavity on the premolar teeth in the finishing stage of treatment, during which the teeth exhibit sufficient leveling and alignment, which is similar to the in vitro conditions in the uniform stretch pattern. It was not possible to simulate the 1-mm point stretch condition in the oral cavity due to differences in teeth positions in the early stages of treatment and it was not possible to match the tension and stress conditions in the elastomers.
original article Nakhaei S, Habib Agahi R, Aminian A, Rezaeizadeh M During the first stage of fixed orthodontic treatment, some stress concentration points are created in elastomers due to the misalignment of the dentition and differences in the buccolingual positions of adjacent teeth. In the present study, 1-mm point stretch storage jigs were designed and fabricated using a CAD-CAM technique, with the dimensional accuracy of up to 0.1 mm, to simulate the first stage of treatment.
Another advantage of the present study in comparison to some previous studies 13, 18, 20 was selection of the 0−8-week interval. Sims et al 21 stated that a single elastic module produces a ligation force of 50−150 g. Therefore, the results of the present study showed that the residual forces in all the tested groups after 8 weeks (142 ± 23 g and 149 ± 11 g in OT and AO elastomers, respectively) were adequate to hold the wire within the bracket slot and make it possible to arrange inter-appointment intervals longer than four weeks during the early stages of orthodontic treatment (in cases where there is no concern regarding plaque accumulation), which makes the treatment process more cost-effective for both the patient and the clinician. Peterson et al 22 reported that if ligation or normal forces decrease, there will be a corresponding decrease in frictional resistance, so in other words higher forces in elastomers result in higher frictional forces in the system, decreasing tooth movement rate in early stage of treatment. 23 Contrarily, this high amount of force decays after 8 weeks. The elastomeric modules are not good candidates for remaining in oral cavity more than 4 weeks in the final stages of fixed orthodontic treatment, in which the wire should be completely and actively seated in the bracket slot.
Under the terms of our study on two brands of elastomers, it seems that incorporation of different pigments into elastomers affects force degradation rates by affecting the amount of the initial forces. Therefore, further studies on other brands of elastomers are required to evaluate the correlation between the characteristics of elastomers, which can be observed in the clinic and the mechanical properties of these elastic materials. It is possible to match the results of in vitro and in vivo studies by exact simulation of in vitro conditions of studies. However, to determine the amount of ligation force produced by elastomers and force decay rate and their correlation with elastomer size, elastomer brand, color, time, stage of treatment, etc, further intraoral studies are required.
CONCLUSION
1. All the ligatures showed an unwanted color changes after exposure to intraoral environment, although American Orthodontics (AO) red and blue elastomers and Ortho Technology (OT) cobalt blue and red elastomers showed minimum color changes.
2. The results of the present study showed a significant relationship between the stretching pattern and the amount of residual force of elastomeric ligatures.
3. Elastomers with higher initial forces exhibited higher percentages of force decay after 8 weeks.
4. In the elastomers evaluated in this study, the maximum force decay occurred during the first 24 hours continuing at lower rates during the 8 weeks period.
